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Introduction 
The use of totally implantable venous catheters is necessary 
for drug and chemotherapy delivery, blood infusion, 
hemoderivatives, and parenteral nutrition (PN). However, its 
use is not free from complications.1 Among these, the rupture 
of the device is a rare and dreaded complication that can result 
either from improper handling or instrumentation as the 
inappropriate choice of the insertion site.2 Although there have 
been few reports of broken catheters that showed decreased 
elasticity, the rupture of the device, until now, cannot be 
attributed to the substance infused.3
Case report 
The case of a male patient, aged 46 years, with a history of 
thrombophilia who had mesenteric infarction in May 2011, is 
described. He suffered extensive bowel resection and terminal 
jejunostomy, with four inches of jejunum remaining after 
Treitz. The patient received PN through a totally implanted 
catheter in the left internal jugular vein for three weeks. After 
21 days of PN infusion, during alcohol 70% infusion through 
the catheter,4 a procedure performed to prevent catheter-
related infection, the patient complained of burning sensation 
in the left internal jugular vein topography. Due to the initial 
difficulty of aspirating blood from the catheter, it was decided 
to stop PN infusion until an image confirming proper catheter 
position was obtained. The anteroposterior chest radiograph 
obtained in supine position showed an almost complete 
rupture of the catheter (Fig. 1).
The removal of the device in the operating room was 
uneventful.
Discussion
Totally implantable catheters are vascular devices placed in 
the central veins. A connected reservoir lies under the skin, 
and must be punctured by a specialized angled needle or 
Huber needle. This catheter is used for long term procedures, 
mainly in oncologic patients. At the Hospital das Clínicas 
de Ribeirão Preto, in the Clinical Nutrition Division, it has 
been used for several decades to deliver PN to short bowel 
syndrome patients. There are several possible complications 
of the central venous catheter insertion, which may occur 
early or late. Infectious and mechanical complications, such as 
pneumothorax, hemothorax, hydrothorax,1 catheter migration, 
thrombosis, vascular erosion, and others have been described. 
The present case report, emphasizes catheter rupture, a rare, 
although feared complication. It is usually related to incorrect 
manipulation or misplaced insertion.2
The Centers for Disease Control and Prevention’s 2011 
guidelines for the prevention of intravascular catheter-
related infections5 describe the use of 70% ethanol lock 
solution as prophylactic means to avoid this complication, 
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including in totally implantable devices. A double-blinded 
randomized study has compared 70% ethanol versus heparin 
lock solution, and has found no strength and durability 
changes in the catheters. 
The side effects related to the ethanol solution in most 
studies were mild or absent. However, other reactions 
described are central nervous system depression, cardiac 
arrhythmia, flushing, and local venous injury.4 Symptoms 
Fig. 1 – Anteroposterior chest radiograph showing a 
ruptured catheter in the right upper corner, left side of the 
patient (black arrow). In the lower left corner of the figure 
the rupture is highlighted.
such as palpitation and chest discomfort have been reported 
by patients with broken catheters. In this case, the patient 
complained about a burning sensation in the left cervical 
topography, corresponding to the catheter insertion site. 
Difficulty to infuse solutions through the device was also 
observed.
This publication is important because it alerts that the 
burning sensation symptom could mean catheter rupture, 
rather than a side effect of ethanol infusion; this complication 
should be ruled out, since this would avoid other problems 
such as catheter migration.
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